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PAGE analysis of DFA
PAGE analysis was applied to characterize the whole process of DFA. As shown in Figure S1 , after phi29 was added in miR-21/CPP hybrid (lane 1), RCA was carried out and produced long RCA product (RP) (lane 1). When RDS was added in the system, the feedback amplification process was triggered. Within 0.5 h, the band of RP showed no obvious change (lane 3). However, along with the increase of DFA reaction time to 1.5 h, the products containing large molecular-weight DNA significantly increased (lane 4, lane 5), indicating the successful feedback amplification on the basis of RCA.
As incubation time was greater than 1.5 h, the intensity response barely changed. In order to validate the toehold mediated strand displacement system of DFA products with SS1-Invertase/SS2-MBs conjugates, a fluorescence resonance energy transfer (FRET) experiment was designed based on MRP (monomer RCA product). As illustrated in Figure S2A , the fluorescence of FAM-SS1 was initially quenched by Dabcyl-SS2. Once MRP triggered the strand displacement process, the strand labeled with dabcyl quenching group was released into solution, resulting in fluorescence recovery. Fluorescence spectrum of the above DNA strands was shown in Figure S2B , expected fluorescence recovery of FAM-SS1 was determined, indicating the occurrence of strand displacement. Further, the reaction time of enzymatic catalysis was optimized using three concentrations of invertase and 1.0 M sucrose. As shown in Figure S4 , with high concentration of invertase of 0.25 mg/ml and 0.5 mg/ml, the PGM reading quickly increased within the initial 35 min, at then kept stable. With lower concentration of 0.1 mg/ml, the product reached stable after 60 min. We suppose when the concentration of invertase was lower than 0.1 mg/ml, the stable time could be longer. However, considering the efficiency of detection, 60 min was selected as the optimized time. Although PAGE analysis confirmed long reaction time of DFA resulting in more long RCA products, it couldn't be applied for quantification. Here we used PGM as the readout for DFA time optimization. As shown in Figure S5 , the PGM reading increased rapidly at the first 150 min, and then became consistent. Therefore, 150 min incubation time for DFA system was chosen in subsequent experiments. 
